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a b s t r a c t
Thickness measurements were made on steel pipe at high temperatures using a non-contact water-
cooled EMAT (electromagnetic acoustic transducer) and also a laser-EMAT system where a portable Nd:
YAG laser with a ﬁbre optic cable was used to generate ultrasound on a sample, and a water-cooled coil-
wound EMAT used to detect ultrasound. The set-up was designed so that the laser was ﬁred through a
hole in the centre of the EMAT, and a low pass 5 MHz ﬁlter employed to reduce the plasma noise. Back
wall reﬂections were clearly visible at temperatures up to 900 1C on stainless and ferromagnetic low
carbon steel, enabling wall thickness to be measured, taking into account thermal expansion of the
sample. The water-cooled EMAT system can measure wall thickness on ferromagnetic low carbon steel at
temperatures up to the Curie point; here, ultrasound generation is dependent on the magnetic state of
the steel.
& 2014 The Authors. Published by Elsevier Ltd. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/3.0/).
1. Introduction
Online monitoring of pipes and other surfaces at high tem-
perature for wall thickness and other defects is the key to many
industrial NDE (Non-destructive Evaluation) demands, such as the
power generation and the nuclear industry. The ability to monitor
plant structure without shutting down has important economic
considerations, and a method of high temperature monitoring is
highly desirable. Previous systems which have been proposed for
use at raised temperatures include a pulsed electromagnet for
both generating and detecting ultrasound which is effective up to
250 1C on ferromagnetic low carbon steel [1], and a laser-EMAT
system which can generate shear waveforms successfully at
temperatures up to the Curie point of ferromagnetic low carbon
steel [2]. Laser interferometry has successfully been used for
ultrasonic thickness measurements on various steel grades at
temperatures up to 1200 1C [3], although this is a relatively
expensive form of NDT. Other methods have concentrated on high
temperature piezoelectric transducers [4]; these incorporate
piezoelectrics such as bismuth titanate which, has a Curie tem-
perature (Tc) of 675 1C and can operate at temperatures up to
500 1C [5]. This piezoelectric has been to shown to operate well on
pipes at elevated temperature when either deposited directly as a
ﬁlm [6], brazed [7] or screen printed onto shim and attached with
couplant [8]. A disadvantage of bismuth titanate is its low
piezoelectric coefﬁcient compared with other materials such as
PZT which, has a high coupling coefﬁcient but a low Curie point
(Tc) of 200 1C; PZT can be used as a transducer for high tempera-
ture NDT when mounted on a waveguide [9,10] which allows the
PZT element to remain below its Curie point, although dispersion
can occur in the waveguide. Single crystal lithium niobate is
reported to work as a transducer at temperatures up to 1000 1C
[11] and also has the advantage of a good matching thermal
coefﬁcient of expansion with stainless steel. The main drawback of
using piezoelectric transducers is lack of a suitable high tempera-
ture couplant; while some couplants can withstand elevated
temperatures for short periods of time (e.g. Pyrogel 100 from
Diagnostic Sonar, ZGM paste from GE Inspection Technologies), it
is difﬁcult to source a couplant that can be used as a permanent
bond for long term monitoring. A permanent high temperature
couplant needs to have good transducer coupling, suitable thermal
coefﬁcient of expansion to match both test piece and transducer,
and strong bonding to both test piece and transducer that can
withstand thermal cycling. To avoid the problems caused by high
temperature coupling, a non-contact method of generating and
detecting ultrasound will be used for this work.
A non-contacting EMAT will generate ultrasound in a ferro-
magnetic sample such as low carbon steel using both Lorentz and
magnetostrictive mechanisms, the Lorentz mechanism being
dominant on bare steel at room temperature [12,13]. A third
mechanism due to magnetisation force will not be relevant here
due to the conﬁguration of the EMATs, since the contribution
arising from the magnetisation force is dependent on the angle of
incidence of the bias magnetisation [14].
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It is known that as the temperature of the sample rises, the
Lorentz mechanism remains dominant until Tc of steel is reached
(770 1C for a low carbon steel), when the magnetostrictive
mechanism becomes more efﬁcient [15]. Previously this has been
thought due to a thin ferromagnetic oxide layer on the sample
surface, the surface being cooler than the bulk of the material
[16,17]. This layer concentrates the magnetic ﬁeld, increasing
generation efﬁciency. Recent studies also show that rearrange-
ment of the magnetic moments from ordered domains to a
disordered state at a magnetic phase transition lowers the mag-
netostrictive constant. This ferromagnetic to paramagnetic transi-
tion is accompanied by large changes in the efﬁciency of
electromagnetic ultrasound generation leading to the use of
EMATs as a method of studying phase transitions in magnetic
alloys [18].
When a sample is in the paramagnetic state, ultrasound
generation by the Lorentz and particularly the magnetostriction
mechanisms has poor efﬁciency, and therefore at temperatures
above Tc EMATs are not suitable for generating ultrasound,
although they can still detect. For the Lorentz generation mechan-
ism, a current passing through a coil will generating a reciprocal
Eddy current in the electromagnetic skin depth of the sample,
which in turn interact with the bias magnetic ﬁeld to produce a
force F on the free electrons perpendicular to both the Eddy
current and the bias magnetic ﬁeld. Momentum exchange
between the conduction electrons and the lattice by collision
induces the phonon (ultrasound) in the sample. This force is
proportional to the induced Eddy current density J and the bias
magnetic ﬂux density B
F ¼ J  B
The bias magnetic ﬁeld is usually provided by the permanent in
the EMAT, and because the bias magnetic ﬂux density at the
surface of the paramagnetic sample is signiﬁcantly lower than that
on the ferromagnetic sample, the Lorentz force component will be
correspondingly lower, and the amplitude of any ultrasound signal
will be weaker. The induced Eddy current will also interact with
the dynamic magnetic ﬁeld produced by the generation coil in the
EMAT via the same Lorentz mechanism, and this is sometimes
called the self-ﬁeld generation mechanism [19]. For the magne-
tostriction generation mechanism, the energy coupling is depen-
dent on a mechanical strain arising from ordered domains aligning
with an applied magnetic ﬁeld; in a paramagnetic sample, the
domains are in a disordered state so no strain arises and therefore
no ultrasound is generated.
EMATs can detect ultrasound through the reciprocal process of
the generation mechanism, except it must rely on the bias
magnetic ﬁeld or the magnetostriction, for the self-ﬁeld mechan-
ism does not apply in this case. EMATs are more efﬁcient at
detection because of the inefﬁcient momentum transfer from the
conduction electrons to the lattice, due to the enormous difference
in their mass. In detection, the EMAT actually acts as a velocity
sensor [20], but the proof for this is not trivial.
For this study, a radially polarised shear wave EMAT was used
to generate and detect ultrasound, for determining thickness
measurements on ferritic and austenitic steel samples, at tem-
peratures up to 900 1C. A second technique using laser generated
ultrasound with a water cooled EMAT as detector was also
deployed; the advantage of this method is that the EMAT design
can be optimised for detection only, rather than a compromise
being made on the EMAT design, as is the case when the same
EMAT is used for both detection and generation. By using an EMAT
as detector, the potential for greater sensitivity can be achieved
compared with laser interferometry systems [3,21].
Laser ultrasound is a well established non-contact technique
[22–24] which can generate shear, compression and surface waves
on a variety of materials simultaneously. When used in the
thermoelastic regime, a laser generates ultrasound through ther-
mal expansion of the area illuminated by the laser spot; expansion
is constrained by the surrounding cooler material and the stresses
generated lead to a predominantly in-plane ultrasonic wave.
2. Experimental
2.1. Radially polarised shear wave EMAT
The EMAT utilised a coil design, constructed by wrapping a
single layer of 0.08 mm diameter insulated copper wire as a spiral,
placed under the centre of a 35 mm diameter NdFeB cylindrical
permanent magnet. The magnet was held in a brass case with a
water cooled ﬁtting and the front of the EMAT coil protected by a
thin titanium alloy face, separated from the coil by a 0.25 mm
thick alumina spacer attached with Pelco high temperature
ceramic paste. The coil was separated from the permanent magnet
by 1.5 mm of alumina spacer, in order to reduce the Eddy currents
induced in the magnet alloy. The EMAT was connected to a
wideband pre-ampliﬁer with a gain of approximately 60 dB. The
pre-ampliﬁer was connected to a digital oscilloscope, via a 5 MHz
low pass ﬁlter to reduce plasma noise arising from the laser beam
impact on the sample. The oscilloscope has an analogue band-
width of 100 MHz, while the digitisation is done at 1 GS/s with
8-bits resolution. The data was stored on a computer for subse-
quent signal processing.
2.2. Laser-EMAT
The EMAT design was optimised for ultrasound detection by
selecting the optimum diameter of the wire and the overall coil
size used in the EMAT. As the number of turns increases, the
inductance of the coil increases, and whilst at ﬁrst glance this may
appear to make the EMAT more sensitive, the increased induc-
tance also limits the bandwidth of the transducer due to the ﬁnite
input impedance of the ampliﬁer. Here the coil was constructed by
wrapping a single layer of 0.08 mm diameter insulated copper
wire around a 4 mm diameter circle, and placed at the centre of a
35 mm overall diameter NdFeB permanent ring magnet, this
permanent has an inside diameter of 4 mm, to allow the passage
of the generation laser beam. The cylindrical magnet was held in a
brass case with a water cooled ﬁtting and the front of the EMAT
coil is protected by a titanium alloy face, with alumina spacers as
before. A schematic diagram of the EMAT construction is shown in
Fig. 1. The Nd:YAG laser used has a typical pulse energy of 50 mJ at
1064 nm, and 10 ns pulse duration, coupled from the laser head to
the sample via a ﬁbre optic cable, operating in Q-switched mode at
a pulse repetition frequency of 20 Hz. Using a ﬁbre optic head
enables good alignment through the centre hole of the magnet in
the EMAT, whilst keeping the laser head remote from the hot
sample. A schematic diagram of the set up is shown in Fig. 2.
A 316 stainless steel pipe sample of 70 mm diameter and 9 mm
wall thickness was placed in a furnace and the temperature raised
to the predetermined set point. After one hour at the speciﬁed
temperature, to allow for the temperature of the sample to
equilibrate, the door was opened and either the radial EMAT or
the laser-EMAT system positioned, such that the sample-EMAT
lift-off was o0.5 mm. The sample surface temperature was also
measured with a K-type thermocouple. Thickness measurements
were taken over a range of temperatures between 25 1C and
900 1C. A ferromagnetic low carbon steel pipe, quenched and
tempered, of 92 mm diameter and 10 mm wall thickness was also
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heated to 800 1C to ensure the experiment was conducted above
the Curie point of the steel (770 1C).
3. Results
3.1. Laser-EMAT
Backwall echoes from the 9 mm thick 316 stainless steel pipe
sample can clearly be seen at temperatures up to 900 1C, shown in
Fig. 3; the decrease in shear wave velocity is observed through the
increase in wave arrival time with increase in temperature. It is
reported that the velocity reduction is predominantly due to
changes in the elastic constant of the material rather than to mass
density changes at high temperature [25]. The temperatures
quoted are the temperature of the furnace; the surface tempera-
ture of the pipe measured by K-type thermocouple is lower, as
shown in Table 1. The bulk temperature of the sample lies
between these two values, the actual ﬁgure depending on the
thermal diffusivity of the material and the time of measurement
after the furnace door is opened.
The change in shear wave velocity with temperature is shown
in Fig. 4; this corresponds to values previously reported in
literature [26–28].
Back-wall measurements made on ferromagnetic low carbon
steel pipe at 800 1C are shown in Fig. 5. There is more coherent
noise between the reﬂections due to the difference in grain size
between these two particular samples [29]. The main reﬂections,
arriving at 12.1 μs, 19.8 μs and 27.5 μs are due to the shear
component of the ultrasonic wave; the reﬂections arriving
between these peaks can be attributed to the longitudinal and
mode converted components.
3.2. Radially polarised shear wave EMAT
Backwall echoes can clearly be seen at furnace temperatures up
to 800 1C, shown in Fig. 6. At temperatures of 700 1C and below,
these echoes are seen as shear wave reﬂections; as the steel passes
through the Curie transition the efﬁciency of the ultrasound
generated by the Lorentz mechanism decreases and strong reﬂec-
tions are observed arising from longitudinal waves generated
through the magnetostriction mechanism. Above Tc no visible
Fig. 1. Schematic diagram of watercooled EMAT (a) side view, and (b) view of coil.
Fig. 2. Schematic diagram of laser-EMAT system.
Fig. 3. Shear wave arrival time for laser generated ultrasound on 316 stainless steel
pipe at temperatures between room temperature and 900 1C.
Table 1
Temperature of furnace and of sample surface.
Furnace temperature
(1C)
Sample surface temperature, K-type thermocouple
(1C)
200 175
300 265
400 335
500 410
600 490
700 560
800 635
900 700
S.E. Burrows et al. / NDT&E International 68 (2014) 73–77 75
reﬂections are observed, implying that the efﬁciency of both
generation mechanisms is low. To look at this transition in more
detail, thickness measurements were made as the steel cooled
through the paramagnetic–ferromagnetic transition. Waveforms
shown in Fig. 7 show that above Tc no signal is observed; as the
sample cools longitudinal waveforms appear which peak in
amplitude before reducing in size; this is followed by a zone
where neither shear or longitudinal waves are generated efﬁ-
ciently. Shear waves start to appear as the sample is cooled further.
The change in shear wave velocity with temperature is non-linear;
this is shown in Fig. 8, and takes into account changes in thermal
expansion of the sample. It has been suggested that this non-
linearity is due to dissolution of carbides in the steel and their
subsequent incorporation into the fcc crystal structure [26].
4. Discussion and conclusion
High temperature wall thickness measurements have been
carried out using a non-contact laser-EMAT system where a
ﬁbre-coupled, pulsed Nd:YAG laser operating at 1064 nm was
used to generate ultrasound on stainless and ferromagnetic low
carbon steel pipe samples at temperatures up to 900 1C, and a
water cooled EMAT was used as a shear wave detector. Use of a
ring magnet in the EMAT allows the laser beam to be directed
through the middle of the transducer, with the EMAT received
signal passing through a 5 MHz low pass ﬁlter to reduce plasma
noise. Back wall reﬂections are clearly visible with the change in
wave arrival time being attributed to the well-known change in
shear wave velocity with temperature. A second technique which
uses a radially polarised shear wave EMAT to both generate and
detect ultrasound can be used at temperatures approaching the
Curie temperature for ferromagnetic low carbon steel (770 1C).
This technique presents a good method for determining pipe
thickness at a higher temperature than has been previously
reported, allowing plant inspection to take place.
Each system has their advantages; for the laser-EMAT system,
measurements can be taken at higher temperatures, and since the
laser can deposit relatively high levels of ultrasonic energy into the
sample, back wall reﬂections are easier to detect. The radially
polarised shear wave EMAT system has the advantage of being
physically smaller, relatively inexpensive and industrially robust.
Acknowledgements
This work was supported by BP, RWE npower, and Shell
through the Research Centre for Non-Destructive Evaluation
(RCNDE) and EPSRC Grant EP/G042284/1.
References
[1] Hernandez-Valle F, Dixon S. Initial test for designing a high temperature EMAT
with pulsed electromagnet. NDT&E Int 2010;43:171–5.
[2] Billson DR, Edwards C, Rohani MS, Palmer SB. Rev Prog Quant Nondestr Eval
1996;15B:2281–7.
[3] Kruger SE, Lord M, Monchalin JP. Rev Prog Quant Nondestr Eval 2006;25:
240–7.
Fig. 4. Change in shear wave velocity with temperature for 316 stainless steel,
including a correction for thermal expansion.
Fig. 5. Shear wave arrival time back wall reﬂection for a ferromagnetic low carbon
steel pipe at 800 1C.
Fig. 6. Shear wave arrival time for EMAT generated ultrasound on ferromagnetic
low carbon steel pipe at temperatures between room temperature and 900 1C.
Fig. 7. Wave arrival time for EMAT generated ultrasound on ferromagnetic low
carbon steel pipe when cooling through the Curie transition point.
Fig. 8. Change in shear wave velocity with temperature for ferromagnetic low
carbon steel, including a correction for thermal expansion.
S.E. Burrows et al. / NDT&E International 68 (2014) 73–7776
[4] Damjanovic D. Materials for high temperature piezoelectric transducers. Curr
Opin Solid State Mater Sci 1998;3(5):469–73.
[5] Searfass CT, Tittmann BR, Agrawal DK. Rev Prog Quant Nondestr Eval 2009;28:
1751–8.
[6] Kobayashi M, Jen C-K, Bussiere JF, Wu KT. High-temperature intergrated and
ﬂexible ultrasonic transducers for nondestructive testing. NDT&E Int 2009;42:
157–61.
[7] Shih JL, Kobayashi M, Jen C-K. Flexible metallic ultrasonic transducers for
structural health monitoring of pipes at high temperatures. IEEE Trans
Ultrason Ferroelectr Freq Control 2010;57(9):2103–10.
[8] Burrows SE, McAughey KL, Edwards RS, Dixon S. Sol-gel prepared bismuth
titanate for high temperature ultrasound transducers. RSC Adv 2012;2:
3678–83.
[9] Cegla FB, Jarvis JC, Davies JO. High temperature ultrasonic crack monitoring
using SH waves. NDT&E Int 2011;44:669–79.
[10] Cegla FB, Cawley P, Allin J, Davies JO. High-temperature (4500 1C) wall
thickness monitoring using dry-coupled ultrasonic waveguide transducers.
IEEE Trans Ultrason Ferroelectr Freq Control 2011;58(1):156–67.
[11] Baba A, Searfass CT, Tittmann BR. High temperature ultrasonic transducer up
to 1000 1C using lithium niobate single crystal. Appl Phys Lett 2010;97:232901.
[12] Ribochini R, Cegla F, Nagy PB, Cawley P. Experimental and numerical
evaluation of electromagnetic acoustic transducer performance on steel
materials. NDT&E Int 2012;45:32–8.
[13] Ribochini R, Nagy PB, Ogi H. The impact of magnetostriction on the transduc-
tion of normal bias ﬁeld EMATs. NDT&E Int 2012;51:8–15.
[14] Wilbrand A. Quantitaive modelling and experimental analysis of the physical
properties of electromagnetic–ultrasonic transducers. Rev Prog Quant Non-
destr Eval 1987;7A:671–80.
[15] Buchel’nikov VD, Vasiliev AN. Electromagnetic generation of ultrasound in
ferromagnets. Usp Fiz Nauk 1992;162:89–128 (in Russian).
[16] Parkinson GJ, Wilson DM. Non-contact ultrasonics. Br J NDT 1977:178–84.
[17] Cole PT. The generation and reception of ultrasonic surface waves in ferro-
magnetic low carbon steel at high temperatures. Ultrasonics 1978;16(4):
151–5.
[18] Trushkevych O, Fan Y, Perry R, Edwards RS. Magnetic phase transitions in
Gd64Sc36 studied using non-contact ultrasonics. J Phys D:Appl Phys 2013;46
(105005):1–9.
[19] Dixon S, Jian X. Eddy current generation enhancement using ferrite for
electromagnetic acoustic transduction. Appl Phys Lett 2006;89:193503.
[20] Palmer SB, Dixon S. Industrially viable non-contact ultrasound. Insight
2003;45(3):211–7.
[21] Boonsang S, Dewhurst RJ. A sensitive electromagnetic acoustic transducer for
picometer-scale ultrasonic displacement measurements. Sens Actuators A
2006;127:345–54.
[22] White RM. Generation of elastic waves by transient surface heating. J Appl
Phys 1963;34:3559–64.
[23] Hutchins DA, Dewhurst RJ, Palmer SB. Applications of laser-generated ultra-
sound in metals. IEEE Trans Son Utrason 1982;29:176.
[24] Scruby CB, Drain LE. Laser ultrasonics: techniques and applications. Bristol:
Adam Hilger; 1990.
[25] Hernandez-Valle F, Dixon S. Pulsed electromagnet EMAT for ultrasound
measurements at elevated temperatures. Insight 2011;53(2):96–9.
[26] Papadakis EP, Lynnworth LC, Fowler KA, Carnevale EH. Ultrasonic attenuation
and velocity in hot specimens by the momentary contact method with
pressure coupling, and some results on steel to 1200 1C. J Acoust Soc Am
1972;52(3):850–7.
[27] Scruby CB, Moss BC. Noncontact ultrasonic measurements on steel at elevated
temperatures. NDT&E Int 1993;26(4):177–88.
[28] Date EHF, Atkins M, Beaton GB. Measurement of elasticity and ultrasound
velocities of steel. Ultrasonics 1971;9(4):209–14.
[29] Palanichamy P, Joseph A, Jayakumar T, Raj B. Ultrasonic velocity-
measurements for estimation of grain-size in austenitic stainless-steel. NDT&E
Int 1995;28(3):179–85.
S.E. Burrows et al. / NDT&E International 68 (2014) 73–77 77
